HF IBRTTET %51 R E & FA

Rev.7
HANDY FORCE GAUGE REEHH
Inspection certificate
£ #r -+ HANDY FORCE GAUGE
PRODUCT NAME
3 e+ HE-10 B
= g 2013/06/27
RLEE S -+ HF-112074 W .
HERIL G Certified
TERsA B -+ 100 [N] by | N
CAPACITY | Sl
R ‘ o
HRIEIIE -« JIS B 7721 Y/ Tosted | R
REFERRING STANDARD by | -+
BAESE -+ OIML MUARE NS 6H
MASTER WEIGHT--OIML M1 CLASS STANDARD WEIGHT
JQA 371—0081
This is to certify that the above product was calibrated conforming
to our inspection standard and the result satisfied our corporation standard.
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